[A clinical evaluation of AMS 700 penile prosthesis in the treatment of impotence].
The AMS 700TM & 700 CXTM penile prosthesis was implanted in 34 organic and mixed-type impotent patients between November, 1984 and July, 1988. The patients' ages ranged between 32 and 70, with an average age of 57.2. Twelve weeks after implantation, the prosthesis was evaluated in terms of patient satisfaction with sexual intercourse and postoperative complications. Twenty three patients (67.7%) were highly satisfied, 7 (20.3%) satisfied, 3 (8.8%) dissatisfied and 1 patient worsened (2.9%). Severe complication was found in two cases, both of them being complicated by infection; as a result the prosthesis was removed. Utility of the prosthesis, e.g. effectiveness and safety was; high utility in 26 cases (76.5%), moderate utility in 7 cases (20.6%), and no favorable in one case (2.9%). Thus, overall effectiveness and safety of the AMS 700 penile prosthesis, with its excellent cosmetic appearance upon implantation, were demonstrated by the above findings.